Aspergillus arachnoiditis post intrathecal baclofen pump insertion.
This report describes an unusual fungal infection of an intrathecal baclofen pump which, to our knowledge, has not been reported previously. We describe a 39-year-old man with severe lower limb spasticity due to secondary progressive multiple sclerosis that was managed with insertion of an intrathecal baclofen pump. He subsequently presented with distinct neurological decline secondary to an intrathecal baclofen pump infection with Aspergillus terreus.